Failure of a well-fixed bone-ingrown titanium hip prosthesis.
A cementless titanium femoral stem was revised 5 years after implantation because of acute pain and progressive osteolysis. Substantial amounts of titanium and polyethylene wear debris were found in the surrounding tissues. Multiple sources of this debris were found as well as detachment of titanium fiber-mesh pads from the body of the femoral stem.